Methods
Our technique utilized the syngo Expert-i (Siemens) remote control software. Our configuration included a T3, high speed dedicated line with secure communication to achieve remote control of the scanner console without lag, immediate transfer of DICOM images, and to support secure voice and video over internet (VOIP) . The remote site utilized a standard hospitalissued PC with a graphics card upgrade to install the Expert-i and VOIP software. The local site installed VOIP software on a laptop with built-in webcam. Figure 1 demonstrates the workflow for remote scan acquisition, image transfer, post-processing and completion of a study report.
We performed a retrospective descriptive analysis of our experience providing congenital cardiac MRI services both locally and from a remote location using the same physician providers.
Results
Patient demographics and scan details are listed in Table 1 . There were 83 "local" scans with both physician and patient on-site compared with 91 scans controlled by a physician geographically remote from the patients. The patients were well-matched for age, sex, study duration, scan type and history of prior cardiac surgery or intervention. There was no difference in use of deep sedation or diazepam for anxiolysis, or use of atropine for arrhythmia suppression. There were 2 minor events: A 23 hour observation was initiated by anesthesia in the local period after deep sedation in an infant with chronic lung disease, and a single patient experienced emesis after gadolinium administration in the remote period. There were no patient safety issues and there was satisfaction on the part of the referring physicians who were able to obtain more timely studies, as well as the remote-scanning physicians who had a workflow comparable with the local scans, but no lost travel time.
Conclusions
This experience suggests that remote delivery of cardiac MRI services for the congenital heart population is feasible and can be done with comparable success and safety to a traditional "local" model. We also suggest the necessary configuration to provide such remote CMRI services with readily available hardware and software. 
